Power measurement using Agilent 6 1 /2 multimeter- 34410A
Connect via Ethernet cable with following settings.

Get and store 50000 samples at a sampling time of 100 µsec per sample so total of 5 sec.
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This tutorial is based on experiment of SENTIOF-CAM power measurement.  Thanks to Khurram for helping in this setup.
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